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Figure 1. Panel view of the Type 1394-Z High-Rote Pulse Generotor. consisting of (top) the Type 1394-A 
High-Rote Pulse Generator and (bottom) Type 1394-PI Pulse-Offset Control. 


VHF PULSE GENERATOR 

NEW CIRCUITS YIELD HIGH PERFORMANCE AT MODERATE COST 




The continuing rapid expansion of 
digital techniques into the vhf region 
has created a demand for genera¬ 
tors of high-prf, fast-rise-time pulses. 
General Radio's new vhf pulse 
generator makes maximum use of 
standard, economical components in 
straightforward yet novel circuits, 
resulting in state-of-the-art per¬ 
formance at a moderate price. 


The new Typk 1394-A High-Hate 
Pulse Generator meets the growing re- 
(juirements for test sources for high¬ 
speed computers and data-transmission 
and processing systems. It.s important 
features include: 

1. High repetition rate; 1- to 100- 
MHz range internally generated; dc 
to 100 .MHz with external drive. 

2. Fast rise time: 2 nanoseconds. 

3. Duty ratios up to 96%. 

4. Internal prf generator with e.\- 
cellent frecpiency stability. 

o. Controls for precise synchroni¬ 
zation with external clock signals. 


6. Calibrated controls for pulse repe¬ 
tition frecjuency, amplitude, delay, and 
duration. 

Performance of this order is essential 
in the design and test of high-speed 
digital systems. In addition to its use 
in computer development, this puls^* 
generator has many applications in such 
fields as data transmission, modern 
radar systems, nuclear instrumentation, 
and component testing. 

Through the development of new cir¬ 
cuits, the above features are made avail¬ 
able in a pul.*^e generator of compara¬ 
tively moile.'st price. Both the prf oscil¬ 
lator and the bistable output circuit 
embody new ideas; the delay functions 
are p(‘rformed by lengths of coaxial 
cable. 

.V companion instrument, the Tvpk 
1394-Pl Piilse-OfTset Control (page 
7), is available for those applications 
where dc output coupling is reijuired. 
The combination is the Typk 1394-Z. 

Figure 2 is a simplilied block dia¬ 
gram of the generator. .V pulse train 
from the prf o.scillator is applied to 
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Figure 2. Elemenfory 
block diogrom with 
wovoferms. 
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the first delay circuit, which delays the 
pulses by time Ti. The delayed pulses 
are applied to the bistable output cir¬ 
cuit as set pulses and also to the second 
delay circuit, which delays the train 
further by an amount Tj to form reset 
pulses. The first delay is thu.s the delay 
l)etween the sync pulse and the leading 
edge of the output pulse, and the sec¬ 
ond delay is the duration of the output 
pulse. On page 5 is a discussion of the 
individual circuits, illustrating their 
unique aspects and pointing out their 
advantages to the user. 

APPLICATIONS 

One important application of the 
Tvi»e 1394-A High-llatc Pulse Genera¬ 
tor is in testing of complementary flip- 
flops or scalers. Tests of ma.ximum in¬ 
put pulse frequency as a function of 
pulse duration, amplitude, supply volt¬ 
age, etc are easily made with this 
generator. Double- or triple-pulse test¬ 
ing at low repetition rates, on the other 
hand, although it gives an indication of 
the maximum frequency at which a 
digital circuit may operate properly, is 
not completely adequate. Only sus¬ 
tained operation at the maximum fre- 


(piency can show the effects of s<df-bias- 
ing due to ac coupling and nonlinearities 
and also the effects of power dissipation 
due to rapid switching, both of which 
may be significant factors in circuit 
performance. 

Another application of the instru¬ 
ment is as a clock-pulse generator for 
a digital system. Both the precision 
of setting and the stability of the prf 
oscillator are quite important in this 
application. 

.Many digital devices have the prop¬ 
erties of a threshold detector; when 
a pulse exceeds a certain voltage level, 
the circuit acts. Threshold circuits can 
be conveniently tested with the Type 
1394-.\/Pl, since the combination of a 
stepped pulse attenuator and a smooth, 
precise offset control allows continuous 
adjustment of pulse level through a 
range of -fO to —6 volts. 

The input circuits include a cali¬ 
brated trigger-level control and a slope- 
polarity switch. Sensitivity is better 
than 0.4 volt, peak-to-peak. Conse¬ 
quently, when the instrument is trig¬ 
gered by an external signal, optimum 
operation can be obtained over wide 
ranges of input waveform and voltage 
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level. This capability is important when 
the instrument is used as a regencnitor 
in a system. 

The circuit configurations were 
chosen to provide the high performance 
necessary to meet today’s vhf pulse 
needs and to do so without pushing 
conventional techniques to the limits, 
which is never satisfactory from either 
the cost or the reliability standpoint. 
These circuits provide two additional 
advantages tliat improve on pre.sent 
practice. 

The first is freedom from the duty- 
ratio limits usually imposed by delay- 
circuit recovery or output-circuit 
power-dissipation limits. This instru¬ 


ment is very convenient to operate, and 
it is satisfying to know that the output 
circuit will operate in any environment 
and with any combination of control 
settings without being on the edge of 
a dissipation limit. 

The second advantage is that the 
instrument has accurately calibrated 
controls and is stable in operation. 
Because the settings of the panel con¬ 
trols tell the operator what the gen¬ 
erator is doing, he can devote his atten¬ 
tion to the system under test with a 
minimum of attention to the pulse 
source, and without the necessity of 
tying up an expensive scope to monitor 
the pulses. 


CIRCUIT DESCRIPTION 



The circuit of the prf oscillator is shown in 
elementary form in Figure 3. 

K constant-current source, /, is switched be¬ 
tween diode CHl and traiLsistor Q/ by a large 
sinusoidal signal on the base of Q/. The result¬ 
ing square wave of collector current drives the 
LC tuned circuit at its resonant frequency, pr«)- 
diicing a high-amplitude sinus^jidul voltage at 
the base of Qi. The collector of Qi supplies the 
sinusoidal output voltage. The feedback loop 
is closed by the application <»f a fraction f>f 
emitter voltage to the hnse of Qt, via 
inverting transformer T/, which is a wuleband 
one-to-one transformer of the type describetl 
by RuthrofT*. 

The advantages of this circtiit configuration 
are that the simplest resonant circuit is use<J 

• Patii^nt .\pplicKl For. 

»C. L. RuthrofT, “Some Broad-BAnd Transformers,” 
Procetdingt of tht IRE, August 1930, p 1337 0. 


for frequency determination and that the am¬ 
plitude is proportional to the current from the 
constant-generator current, which is the collec¬ 
tor of a tran.sistor used in the automatic am¬ 
plitude control. Figure 4 shows the variation of 
oscillator frequency with warmup time and with 
line voltage. 

The Delay Functkm 

Pulses propagating through polyethylene- 
dielectric coaxial cable are delayefl by one 
nanosecond for approximately every 2b cm 
(7.S in) of cable length. Since the delays re¬ 
quired by this generator are less than IIM) 
imnwcoiuls, they can be providetl by reason¬ 
able lengths of cable. The delay circuits cofisist 
of lengths of co.axial cable cut for 1, 2, A, 2, 
10, 211, 4il, and 2b nauMsiMonds. These can be 
switched in f»r out of the sign.al pjtih to change 
the delay in one-nanosecond increments from 
zero to IMI nanosecoinls. 

Cable-<lel:iy circuit.-* Inive the advantages of 
economy, high duty ratio, high prf, and accu¬ 
racy as comparcnl to the usual lumped-consiant 
delay circuit. The conventiotial lumped circtiil 
chnrg<“< a reactance lo produce a time delay. 
The time taken to dUcharge the reactance be¬ 
fore the next delay periml can start places a 
limit on attainable <luty ratios. At high prf’s 
the rate.-* of change of energy to and from the 
reactance be<'4>nte large and make it desirable 
lo use very small inductance.^* or capacitances, 
introducing inacettracies due to uncontrolleiJ 
stray reactances. .\tiempt.s to improve prf or 
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Flgwrt 4. Sfobility r*cord«. (o) 
Fr*9u«ncy voriofion on 1« ond 
100'MHi rongst from cold storl. 
(b) Frtquoncy vwiofien on 100- 
MHz ronge duo fo lino-voltogo 
chongo. 


duty ratio by a decrease in the voltage or cur* 
rent swing on the reactance also result in de¬ 
creased accuracy, because the error in detec¬ 
tion of the charged voltage or current level d<M?s 
not decrease in proportion to the signal swing. 

('able-delay circuits operate on a much dif¬ 
ferent principle from that of the conventional 
delay circuit, and duty-ratio restrictions are 
not applicable in the same sense as they are to 
the latter. The delay of a pulse train in cables 
may even exceed its period, .\ccuracy of cable- 
produced delay de()ends upon the stability of 
the cable length and upon tlie cable dielectric 
constant, ('able-pnxiuced delays are accurately 
known and are much more stable than those 
obtainable by conventional circuits operating 
at very high prf’a. 

PuIm Regeneration 

When cables are used for delay, the pulse 
shape deteriorates as the pulse is propagated 
along the line and must be restored. Pulse 
shapes arc regenenited at several points in the 



system by means of the circuit shown in Figure 
5. 

Bipolar pulse pairs are used in this generator 
to allow ac coupling between stages without a dc 
shift in the .signal as the frequency of the signal 
is changed. Pulses whose s^|)es have deterio¬ 
rated are amplified by a class-.\ broadband am¬ 
plifier and applied to a bistable tunnel diode, 
so that the positive input pulses cause the tunnel 
diode to go to its high-voltage state, and the 
negative input pulses cause the diode to return 
to its low-voltage state. The tunnel diode transi¬ 
tions are extremely fast and, as a result, the 
higher-frequency components of the signal, 
which were lost in the delay line, are restored. 
The fast pulse from the tunnel diode is applied 
to a clipping line, which differentiates the signal 
to reproduce the desired bipolar pulse. 


Figure 6 is a simplified schematic diagram of 
the bistable output circuit. The set and reset 
pulses are applied to the tunnel diode through 
lfK)-ohm coaxial cable, and, since the tunnel 
diode appears as a ver>' low impedance (approx¬ 
imately 5 ohms except for the extremely short 
time that it is switching between states), the 
pulse voltages appear almost equally on both 
bases. The differential amplifier Q3^4 ampli¬ 
fies only the signal difference lietween its bases 
and not a voltage applied to both bases. Thus, 
although the tunnel diode voltage is amplified, ^ 
the set and reset pulses are not and do not ap¬ 
pear in the output. This t>T>e of connection 


The Bistable Output Qrcult 
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Figure 6. Simplified schematic of output circuit. 


RTpatly recltices I he sensitivity of output w:ive 
shape to variations in the set or reset pulses. 

Q5 ariii Q6 are ijrounded-base stages that 
allow QS and to ojierote into very low collec¬ 
tor impedances, for maximum bandwidth. The 
grounded-base stages drive a secotid differential 
amplitier, Q7 and QH^ which is coupled to the 
output by transformers T2 ai»d TS. 

Transformer T?is a 2;l balancetl lran.sformer 
constructeil along the lines suggested by Huth- 
roff.* It has an extremely wide bandwidth, from 
less than 100 kHz to a few hundred MHz. Figure 



Figure 7. Photograph of output tronsformer, T2. 
Size it indicated by scale on the ruler. 



Figure 8. Output>pulse waveform. A 15*nt pulse 
at 20>MHz repetition rate. Horizontal scale. 
5 ns per mojor division. 

7 is a photograph of T2 with its protective cover 
removed. TS is a balanced-to-unbalaiice<I trans¬ 
former.- Figure 8 show.s the output-pulse wave¬ 
form. The output circuit includes a precision 
50-ohm attenuator, which drops the out put from 
a maximum of four v<»lts to zero in half-volt 
steps. 

Pulse-Offset Control 

The Type 1394-Pl Pulse-Offset Control is 
a companion instrument to the Type 1394-.\ 
High-Uate Pulse Oenerator (see Figure 1). 
Interconnections are made at the rear of the 
instniments .since both are designed so that all 
front-panel connectors are easily tran.sferred 
to the rear panel. The Pulse-Offset Control 
consists of a peak-voltage detector, reference 
voltage generator, and a high-gain control- 
amplifier. It inserts a dc coniponent in the 
pulse n\itput of the pulse generator so that the 
base line of the pulse Is regulate<l to be equal to 
the reference voltage. This combination of in* 
strumeiit.s meets the needs of those applications 
that reqtiire dc coupling. The pulseniffset 
voltage is continuou.sly adjustable from —2 to 
-f 2 volts. 

— J. K. Skilli.vg 

* Lewis and VV'ells. MiUimieroteeond Ttchnique$, 

2nd Edition, Pergnmon Pres*. 1959, p lOd ff. 

Nate: .\ brief biography of James K. Skilling, 
author of the foregoing article, appeared in the 
March PJfiOissueof the Eipcrimenter: — Editor 

SPECIFICATIONS 
Type 1394-A 

PULSE REPETITION FREQUENCY 
Internally Generated: 1.0 .MHz Ui 100 MHz; six 
ranges in 1-2,2-5,5-10 sequence. Continuous cov- 
erage, d:5' f of setting. Jitter, <0.1 ns, iM*ak. 
Externally Contralled: dc to 10()MHz,0.4 to 4.0 V, 
l>-to-p, amplitude range plu.s 10 to I attenuator, 
{Continuetl) 
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SPECIFICATIONS (ConI’d) 


1 \V max. 5() 11, choi<‘e of i: slope, ami triKKcr 
level from —2 to +2 V. 

SYNCHRONIZING-PULSE CHARACTERISTICS 
Dtscription: liipolar piiliH*8, leading wlge of posi¬ 
tive pnl«* is reference. 

Duration: I ns, typiad. 

Amplituda: Appmx 250 mV, |>-U>-p, into 50 U. 
0«lay (b«fw*«n «ync puls* and leading edge of 
output pvl«e): 0 to 09 ikS in 1-ns steps, ±2.b\o 
± 1-ns aecuracy. No restrielioti on ratio delay 
IMTiinl. JittiT, <0.1 ns, |K‘ak. 

Residuol Deloy: 55 ns, typically. 

OUTPUT-PULSE CHARACTERISTICS (all tpecifica- 
tiont apply to SO-H lood) 

Ourotion: 1 to Oil twin 1-ns Steps, :t 2.5^0 l-ns 

m!ctiracy. Jitter, <0.1 n.s, peak. 

Rite ond Fall Timet: 2.0 ns d:20^{.. 

Voltoge: Ac cMUpled. 0 tti I V in calibniUxl H- 
volt steps. Plus or minus polarity. 

Duty Rotio: Limited unlv ny risc^pius-foll time. 
Overthoot: 12% t'i'pically. 

Droop: <d:I0% at maximum duration. 

GENERAL 

Power Required: 100 tO 125 200 U* 250 V; .50 to 
100 Hz; 21 W. 

Accettoriet Supplied: TypK CAP-22 PoMTOr Cord) 
spare fuses. 

Mounting: Kack-l^uich Cabinet. 

Dimentiont: lionch, width 10, height depth 
Irtf^ inches (4H5, 100, 425 mm); rack, width 19, 


height depUi U^hind panel 11 * ^ inches (185, 
80, 570 mm), tiver-all. 

Net Weight: 21 > |b (10 kgj. 

Shipping Weight: 51 lb (15 kg). 

Type 1394-PI 

l.\ll 8fH*cifiratiMn!» apply witli 50-11 load) 

BASE-LINE VOLTAGE 

Amplitude: liiuh* line continuously mljustable 
fntm — 2 to + 2 V^ 

Accuracy: Lrror les.s than ±100 mV* (without 
pulse) ±100 mV with pulses whose duly ratio 
IS less than 00%. 

Pelority: Positive (nej^tive pulse) or negative 
(|H»sitive puls4‘) base line can lie c<inln»lle<l. 

DISTORTION (introduced in pulte-generotor out¬ 
put) 

Rite-Time Deterioration: <0.2 ns. 

Droop Increase: <2^r 
GENERAL 

Power Required: 100 to 125 200 to 250 V'^; 
.50 to 400 llz; 4.5 watts. 

Accessories Supplied: Type C.\P-22 Power 
(’onl. coaxial patch enrd. 

Mounting: Rack-Bench Cabinet. 

Dimensions: Bench, width 10, height 2^, 
depth mchc*a (48.5, 51, 425 mm); rack, 
uidth 10, height 2^^. depth liehind panel 
1 Hi inches (1.8.5, 54, 570 mm), nver-all. 

Net Weight: 12% lb (ti kg). 

Shipping Weight: 17 lb (8 kg). 


Catalog 

X umbfr 

Description 

Price 
in USA 

1394-9001 

Typu 1394-A High-Rat* Pult* Ovnerator, 

B*nch Model 

$995.00 

1394-9811 

Typ* 1394-A High-Rat* Pult* Generator, 

Rock Model 

995.00 

1394.9611 

Typ* 1394-PI Pulse-Offset Control, 

Bench Model 

255.00 

1394-9621 

Typ* 1394-PI Pulse-Offset Control, 

Rock Model 

255.00 

1394 9911 

Typ* 1394-Z High-Rate Puls* Generator. 11 5 volts 
Bench Model 

1250.00 

1394-9912 

Typ* 1394-Z High-Rate Pulse Generator, 11 5 volts 
Rock Model 

1250.00 

1394-9913 

Typ* 1394-Z High-Rat* Pulse Generator, 230 volts 
Bench Model 

1250.00 

1394-9914 

Type 1394-Z High-Rat* Pulse Generator, 230 volts 
Rock Model 

1250.00 


MEASUREMENT OF TRANSISTOR 
PARAMETERS AT HIGH FREQUENCIES 


Users of the Typk KiOT-A Transfer- 
Function and Immittance Bridge for 
transistor measurements will inter¬ 
ested in a recent JKDKC standard en¬ 
titled “A Method for the Measurement 
of Small-Signal Migh-Frcqueney Tran¬ 


sistor Pammeters,*' .IKDEC Publica¬ 
tion No. 5.5, .March MKhi, .SI.10. Copies 
can be obtained from El.\, Engineer¬ 
ing Department, 2001 Eye Street, 
N.VV., Washington, D.C. 20000. 
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GR900 PRECISION ADAPTORS 


The TvpF.e !IOO-Q.SC.r* imj -fJSC’P* 
Adaptors to Type S(' are the latest 
^ additions to the GRVKM) series of preci¬ 
sion adaptors to military-type connec¬ 
tors. Adaptors previously announced^ 
include the Types ‘.M)0-QXJ, -QXP 
Adaptors to Type X, the Types <)(K)- 
QBJ, -QBP Adaptors to Type BXC, 
the Types ‘K)0-QTX.J, -QTXP Adap¬ 
tors to Type TXC» and the Types <»00- 
QC.J, -QC’B Adaptors to Type C. 

The new Types ‘KIO-QMM.I and 
-QMMP Adaptors to OSM/BR.M are 


for use with the nonmilitar>' miniature 
connectors called group A by Brinton*. 
These connectors include those .specified 
as ASM. BRM, ESCAM. MICRO. 
MOB-:>0, XRM, OSM. SRM. and 
STM. 

Each adaptor contains a GRlKK) Pre¬ 
cision Coaxial C’onnector^ a specially 
de.signed continuous transition between 

* Tti« sutiis J tndteftt«ii that thc) adaptor i« fvroale (con> 
tains a jack) and the suffix P indicates that the adaptor is 
male (contains a plus). 

' (hufral ffodio Brpthmtntfr. Nox'cmber 1003 and Jan* 
uary 1963. 

> Brinton. J. B., Jr.. ** Miniature Coaxial Cotn(ioneots.*' 
.l/icrotra#«s. February 1065. p 32. 


1 

) 




Figure 2. Measured doto on 
sample lots of (o) Types 900- 
QSCJ and -OSCP Adaptors to 
SC ond (b) Types 900.QMMJ 
ond -QMMP Adopters to OSM/ 
BRM. Solid curves are overages; 
bars ot 3. 6 ond 8.5 GHz ore 
moximums. Meosurement error 
is less than V&lh of the specif!* 
cottons. 
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In measurement and standards 
laboratories, many different types 
of coaxial connectors are encoun¬ 
tered. For maximum utility, a basic 
line of measuring equipment based 
on precision connectors must include 
adaptors to other commonly used 
types. Recognizing this, General 
Radio has provided several adap¬ 
tors from the GR900 Precision 
Coaxial Connector. We now add 
two new types, SC and OSM/BRM, 
described in the following article. 
We have also included a discussion 
of the effect of mating dimensions 
and gaps, which, we hope, will help 
to answer some of the questions 
that have been asked about VSWR 
errors from these sources. 


line sixes, and a low-v.swn version of 
the applicable (jack or plug) SC or 
OSM/HUM connector. The v.swk jK*r- 
formaiice of these adaptors is shown in 
Figure 2. 


By means of prc‘cision adaptors, the 
excellent performance of GKlKX) coaxial 
standards and instruments cran lx‘ ex¬ 
tended to measurements on devices 
e(|uipped with other types of connectors. 

Slotted-Line Measurements 

With a set of GUlKK) Precision Adap¬ 
tors in combination with a Typk 1K)0- 
LB Precision Slotted Line one can 
make accurate impedanct* measure¬ 
ments through 14 difTerent coaxial con¬ 
nectors as shown in Figure ti: the mili¬ 
tary types X, BXC, TXC, C, and SC, 
jacks and plugs; the OS.M/BRM types 
or erjuivalents, jack and plug; the gen¬ 
eral-purpose GH874; and the precision 
GRlKK). Figure 4a show.s the specified 
performance of the various adaptor- 
slotted-line combinations; typical 
vswn is a))out half that specified, as 
illustrated in Figure 4b for a Type N 
combination. 
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Figure 4. (o) Specified residual 
VSWR of fhe Type 900-LB Preci¬ 
sion SloMed Line in combination 
with vorious GR900 Precision 
Adaptors, (b) Typical data on a 
sample lot of the slotted line, 
Type-N-jack-odoptor combino- 
tion. Bars above curve at 1, 3, 
5, 7 and 8.5 GHz are moximum 
VSWR*s; bars below curve ore 
averages. 
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(2) the continuous transitions in the 


Similarly, the precision adaptors in 
combination with a Type 900- WoO 
50-ohm Standard Termination provide 
low-vswR terminations for the various 
connector types. Figure 5 shows the 
specified performance. 

Advantages 


adaptors arc nearly reflectionless, and 
(3) connectors of the series l>eing adapt¬ 
ed to arc optimally de.signcd. 

The advantage of economy is obvi¬ 
ous: the cost of one slotted line, one ter¬ 
mination and several adaptors is far 
le.ss than the cost of individual slotted 
lines and terminations for each con¬ 


There are two important advantages 
to utilizing precision adaptors as de¬ 
scribed above: accuracy and economy. 
The accuracy of measurement through 
each connector type is usually better 
than that provided by slotted lines or 
terminations designed specifically for 
the connector type of interest. This is 
because (I) the Type ^H)0-LB Slotted 
Line and the Type 900-W50 Termina¬ 
tion exhibit very low residual v.swr’s, 
which can be accurately calibrated at 
the GR900 Connector reference planes; 

Flgur* 5. (a) Specified VSWR 
of fhe Type 900-WS0 50-ohm 
Standard Termination in combi- 


nector type. 

MATING DIMENSIONS 

When two GR900 Precision Connec¬ 
tors are mated, the v.swr introduced 
by one of the connectors is not in¬ 
fluenced by variations in the dimensions 
of the second connector. On the other 
hand, when two Type X connectors are 
mated, the vswr introduced by the jack 
connector is directly dependent on the 
diameter of the pin of the plug-con¬ 
nector inner conductor against which 
the jack inner-conductor fingers rest. 
Similarly, the vswr introduced b}^ the 


nation with various GR900 Proci- 
sion Adaptors. (The 900-W50/ 
900-0874 combination is not 
shown since neorly equivalent 
performance can be obtained 
directly with the Type 874- 
W50BL Termination.) (b) Typical 
data on a sample lot of the termi¬ 
nation, Type N plug adaptor 
combination. Bars above curve 
at 1, 3, 5, 7, and 8.5 GHz are 
maximum VSWR’s; bars below 
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TYPE 

900-ONJ 




for use with TYPE N 


TYPE 

900.QNP 


ooo Tm 

aSHItXWt OIA 


QjoMiaoi «ior 

4 SLOTf 60u*ut 


INNt^-CONOuCTW CONCEPTWC 
WITH OurtK CtMfDUCTOM WITHIN 
a(MO Tin 





^ ai2iiX)0i CM Mxm 
%afn wtm (xowaoiMca 
»u« nvsmrn) m e%c 

JACK 


OJT%tVO »4 
UNOCM aJOTS WNCH 
OUTCM CCMOUCTOn 
cDHTAcr rifiiac(»s 
M« limntEO )•« 
AN 0,116 INNC6 
(MAAKfcil NINO 

t 

f 

I 

• I 

OOMOtjOOOO OU 

- 



4 tcots. 90 AWm; 
ao«i:;(KM wloe 
a549iooo oecp 


PLUG 







TYPE 

WO-OTNJ 


r TYPE 
900.0TNP 


for use with TYPE TNC 


^ 0 201.0 009 

*• *4— ato6-0 oSS 

I —OiOS» STRAMJMT SCCnOM 

t —ooostooos 



WHEN contact fINOCNS ANC 
POSrrtONED ON AN OOS990IA 
X 0 040 U0N4 »UJ6 

0 Its 20.001 DIA 
0.S20:O0O<(NA 


JACK 



- 0212 


02t<t000« OiA (OiCLECTfhC) 


p OI992000<0<A 

O 0S9S to OOOS OtA 


0040 STNAltMT SECTION 
0 004^0004 

tm 


PLUG 


• Innrr i-onductor hax 4 rqually spacrd sloU O.OOt *0.001 widr by 0.187 * 0.005 drrn. 

**4>utrt conduitur hoA ft «k>t9 ftO^ apart, 0.015 * 0.001 wrkSr by 0.235 * 0.00,1 d<rp: fnnrr diamrtrr in region of con- 
tacC-fingerM U U.iftSO * 0.0005 when Bngerx are tnnerted in a 0.3200 inner-diameter ring. 
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TYPE 

900.QCJ 




TYPE 

900.QCP 



0 4iStOOOlOl* 

0 26010002 OiA 
0 16410 002 0«A 
0i2lt000l DlAIOtCLCCTinCI 
01255100009 014 (MCT4L) 
WHCN C0NT4CT flNCCKS 4RC 
^S(TiONC0 ON 4N 00655 014 
X 0 050 L0N6 PLUG 


0050 
5TM4tOMT 

0 oosro 005 

osortS^ ^ *. 


0 5O6:g®|0* fW-#-4gl 


JACK 


for use u'ith TYPE C 



— 01T7l0002 0i4(OiCL£CT6lC) 
P'0 261 *0002 044 
' 1- 0 20010 002 014 

0 095510 0005 0i4 


0 050 6TM4«CNT SECTION 


0 00510 005 
0 

0 5ii!§SSS*' 
PLUG 





TYP€ 

^ ' 900.QMMJ 


'S 


•r 'Bw 

\^k9^ 900-OMMP 


for use with TYPE OSM/BRM 


0005 N40(US(M4X) 



oo76taoot' 


— *-ooor:s®»^* 

JACK 


OlSltgggS Oi4 
oieziooot 014 
009510001 OU(OICLCCTRIC) 
00540100005 (0*4 (y (U)NT4CT 
with 00560 0(4 PtN IHSCNTEO) 





006510005 

--000410004 LJfe:g:Ld 


PLUG 


« Inner conductor hni 4 slots, equally spaced. 0.012 * 0.001 wide by 0.210 * 0.005 iSeep. 

** Outer conductor has A slots. 60* apart, 0.016 * 0.001 sride by 0.25S * 0.005 deep; inner diameter in refion of con> 
Uet'fincers is 0.3820 * 0.0005 arhen fingers are inserted in a 0.413 inner-diameter ring. 

*** Inner condurtur has 4 equally spared slots 0.0U6 * 0.001 wide by 0.078 * 0.005 deep. 

Figure 6. Critical mating dimensions of low-VSWR connectors used with the OR900 Connector on thr 
precision odoptors. (All dimensions ore in inches.) 
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FRCOUCNCV*CH| 


Figur* 7. Mtoturvd VSWR of 
fl•or.d•tign.c•nt•rodoplorpoirt. 


plug connector is directly dependent on 
the diameter of the shoulder in the jack 
outer conductor against which the plug 
outer-conductor fingers rest. This de¬ 
pendence of connector performance* on 
the dimensions of the mating connector 
is common to most general-purpose con¬ 
nector series, and, when low vswr’s are 
to be specified, it becomes of major 
importance. 

Figure 0 shows the critical mating 
dimensions of the GR900 Precision 
Adaptors. In the case of the Types X, 
BNC, TNG, C and SC, which are cov¬ 
ered by military specifications, the di¬ 
mensions shown are closely equivalent 
to thos<' in the latest military stand¬ 
ards such as MlL-C-2.‘i329 and MII^- 
C-39012. In the case of the OSM/BRM 
typi‘8, where there are no generally 
accepted standard dimensions, the di¬ 
mensions shown provide low vswr as 





Figur* 8. Gap in Typ* N connaefer juncSon. 


well as nondestructive mechanical mat¬ 
ing with all known connector variations. 

Figure 7 shows the measured vswn 
of near-design-center adaptor pairs. 

The GRDOO Connectors used on these 
adaptors were standard production 
units. The gaps in the UG connections 
(see the next section) were less than ~ 
one mil. 

GAPS 

When two connectors are mated, it is 
not possible to achieve a butt joint 
simultaneously at Ixith the outer- and 
inner-conductor junctions. Because of 
axial mechanical tolerances, a gap will 
exist at one of the junctions. Usually 
the outer conductors are allowed to 
butt, and the gap is left in the inner- 
conductor junctions (as shown in Fig¬ 
ure 8 for the Type X junction) so that 
mechanical damage to the connectors 
(or the components to which they are 
connected) is avoided. This presence 
of the gap introduces a series induct¬ 
ance into the line. For the connector 
types of interest, the vswr resulting 
from this residual inductance is a 
linear function of frequency and of the ^ 
axial dimension of the gap. The con- 


I 
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slant of proportionality is dependent 
on the radial dimension of the gap and 
on the width of any slots in the gap 
walls*. 

Thus, 

S = 

where: .S is the vswr in per cent, 

K is the proportionality constant 
for the connector scries of interest, 

/ is the frequency in GHz, and 
g is the axial length of the gup 
in mils. 

The table gives the values of K for 
the connector types covered by mili¬ 
tary specifications. Values of K are 
^ not included for the OSM/BHM con¬ 
nector types, l)ecauso the steps in con¬ 
ductor diameU‘rs at the mating planes 
alter the effect, nor for the GH874 
Connector, because the mating con- 
figumtion is of a different kind. A value 
of K for the GUiXK) Connector is in¬ 
cluded to illustrate the improvement 

* .MacKentir. T. B., and Sandnraon, A. E.. "Some Funda¬ 
mental Dwtcn Prinfltple« For live Development of Prr- 
eiMon Coaxial Staadard* and Componrnu.'^ IBEK 7*raaa- 
oefioaeoa .Ificrotrae# Thtoryand Ttckmtqueji, Vot MTT-M, 
No 1, January lOM. p ‘iU-3V. 


gained through the use of precision 
connectors. 


Connector 

Type 

K 

Spread in g 
(mils) 

.V 

0.051 

2.0-9.0 

BXC, T.\C 

0.035 

2.0-9.0 

C. SC 

0.021 

2.0-9.0 

GR'JOO 

0.(X)8 

0.8-3.2 


The value of K is based on nominal 
values for the radial dimension of the 
gap and for the width of the slots in 
the gap walls. The spread in g is the 
spread in the axial length of the gap 
that results from the critical mating 
dimensions of Mgure b. Figure 9 is 
a plot of vswK versus frequency for the 
maximum g indicated in the table. 

For a Type X junction with a nomi¬ 
nal gap {g = 5.0 mils), the vsw'n in- 
troiluccHl at 7 01 Iz by the gap is ap¬ 
proximately 1.02. For a GH^KK) junc¬ 
tion with a nominal gap (g — 2.0 mil.s), 
the corresponding v.swr at 7 GHz is 
approximately I.(K)1. 

— T. E. MacKenzie 


SPECIFICATIONS 


Type 900-OSCJ Adopter 
(contains SC jock) 

Froqwoncy Kongo: DC to 8.5 (Uiz. 

VSWR: than 1.005 -l- 0.015 X font t«) I 

(•Hx: 1.015 + o.oai X fam, 1 to S.oCiHz. 
EI*<tricol longth: 5.03 d;0.05 cm to the cud of 
the Type jack inner conductor. 

Voltage: 1000 V peak. 

Pewor (Average): 7 kW up t^l MHz; 

7 kW V/oH* above 1 .MHz. 
Dimentiont: I^iength, 2 inches (51 mm); maxi¬ 
mum diameter, llte inchea (27 mm). 

Net Weight: ounces (100 grama). 


Type 900-QSCP Adaptor 
(contoint SC plug) 

Same as Type ‘.t00-()SCJ except: 

Electrical Length: ,5.00 :i:0.05 cm to the end of 
the Type S( ’ plug imtcT «H»nduct<jr. 

Dimensions: l/*tigth, 2^% inches (5l mm). 

Type 900-QMMJ Adaptor 
(contoins OSM/BRM {ock) 

Frequency Range: DC to 8.5 CtHz. 

VSWR: than 1.005 -f- 0.025 X /esHs to 1 

(HIz; 1.022 -h 0.008 X /oh«, 1 to 8.5 CHz. 
{Cwitiniud) 
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I Ilf Experl menter 

GENERAL RADIO COMPANY 

WEST CONCOMO MASSACHUSETTS 01 TS1 


DO WE HAVE YOUR CORRECT NAME AND ADDRESS-name, company 
or organization, department, street or P.O. box, city, state, and zip code? 
If not, please clip the address label on this issue and return it to us with 
corrections, or if you prefer, write us; a postcard will do. 




SPECIFICATIONS (cont*d) 

Ekclrical Lvngth: 4.07 drO.05 cm to the outer Type 900-OMMP Adaptor 

conductor junction. (contains OSM/BRM plug) 

Dimentions: lx?n|?th, Iinches (48 mm); maxi- Same as Type <K)0-()M.MJ except: 

mum thameter Uie mches (27 mm). Electrical Length: 4.78 ±0.05 cm to the outer 

Net Weight: 21^ ounces (70 grams). conductor junction. 


Calalog 

Xumber 

Dfscription 

Price 
in i’SA 

0900-9713 

Type 900>O$CJ Adaptor 

$75.00 

0900-9813 

Type 900-QSCP Adaptor 

85.00 

0900-9723 

Type 900-QMMJ Adaptor 

75.00 

0900-9823 

Type 900-OMMP Adaptor 

80.00 


GENERAL RADIO 


COM PA NY ^ 


WEST CONCORD. MASSACHUSETTS 01781 
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